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SYMBOL DESCRIPTION

FDA (USA) law restricts this device to sale by or on order of a physician

NON 
STERILE

Non-sterile

Do not use if package is damaged

! Caution! Consult accompanying documents for safety instructions

Do not re-use

LOT Batch code (adjacent to the lot symbol)

Manufacturer

Date of manufacture

Temperature limit

Use-by-date

Motus GI Medical  
Technologies LTD.
Keren Hayesod 22, 
Tirat Carmel, 3902638 
Israel
Tel +972 73 2627757 
Fax +972 4 6214442

Motus GI Holdings, Inc.
1301 E. Broward Blvd.,  
Suite 310 
Fort Lauderdale, FL, 33301  
United States
Tel 1 844 PUREVU1 (787-3881) 
Fax 1 954 541 8265
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1.0	 WARNINGS AND PRECAUTIONS
Please read this manual and follow its instructions carefully. 

	 Warnings:
• The Waste Bag is a single use only product.
• The Waste Bag is provided clean and intended for single patient use. Do not sterilize, clean or re-use the

Waste Bag. Discard it after use.
• Each Waste Bag is to be used for only one patient (do not use a used Waste Bag on a new patient).

	 Precautions:
• Do not overfill the Waste Bag. Replace the Waste Bag with a new one when contents reach the

maximum fill line (approximately 2.5L).
• Care should be taken when disconnecting the Waste Bag to avoid spilling any of its content.
• To avoid any spillage, always place the cap on the connector after use of the Waste Bag.
• Discard the Waste Bag and its content in accordance with facility procedures for materials with fecal

matter, food particles and other bodily fluids that are evacuated from the GI tract.

1.1.	 Symbols Used
The Pure-Vu System has a safety warning and compliance information located on the Waste Bag Pouch 
and Box. For a definition of individual symbols, see table below:
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2.0	 INTENDED USE
The Waste Bag is intended to be used with the Pure-Vu system 
to collect waste material from the GI tract

3.0	 PRODUCT DESCRIPTION
The Pure-Vu EVS Waste Bag is a non-sterile, single-use bag that 
enables safe and efficient disposal of feces, as well as, other 
bodily fluids and matter that are evacuated during Pure-Vu EVS  
Disposable use. 

The Pure-Vu EVS Waste Bag consists of the following main 
components:

• Connector which connects to the Pure Vu EVS Disposable
device suction tube.

• Integrated cap that seals the bag.
• Air filter which allows air egress during the suction operation.

4.0	 USING THE WASTE BAG 
• Prior to unpacking the Disposable Waste Bag, verify that

the packaging is not compromised. If the packaging is
open and/or damaged, DO NOT use the bag.

• Verify the date of expiry on the label.
• Remove the bag from the paper pouch.
• Connect the Pure-Vu EVS Disposable device suction

tube to the Waste Bag connector.  Always advance the
suction tube to at least the 4th barb on the Waste
Bag connector as depicted in Figure 2.

• Hang the bag on the dedicated Cart’s bracket.
• In case the waste volume bar reaches the maximum fill

line (approximately 2.5L), seal the bag using the
integrated cap and replace the bag with a new one.

• Upon the procedure completion, discard the Pure-Vu
Waste Bags, according to facility protocol.

5.0 TECHNICAL SPECIFICATIONS 

SPECIFICATIONS
Material DEHP Free PVC

Volume 3L (to be replaced after 2.5 L)

Dimensions (L x W) 448 x 200 mm
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FIGURE 1

FIGURE 2

14° to 140° F / -10° to 60° C

Recommended Storage Temperature 59° to 86° F / 15° to 30° C

Recommended Shipping Temperature




